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Abstract We have proposed and experimentally dem-
onstrated that the measurement of the near-surface ﬂow at
the interface between a liquid and solid using a 10 nm-
sized biomolecular motor of F1-ATPase as a nano-ﬂow-
sensor. For this purpose, we developed a microﬂuidic test-
bed chip to precisely control the liquid ﬂow acting on the
F1-ATPase. In order to visualize the rotation of F1-ATPase,
several hundreds nanometer-sized particle was immobi-
lized at the rotational axis of F1-ATPase to enhance the
rotation to be detected by optical microscopy. The rota-
tional motion of F1-ATPase, which was immobilized on an
inner surface of the test-bed chip, was measured to obtain
the correlation between the near-surface ﬂow and the
rotation speed of F1-ATPase. As a result, we obtained the
relationship that the rotation speed of F1-ATPase was lin-
early decelerated with increasing ﬂow velocity. The
mechanism of the correlation between the rotation speed
and the near-surface ﬂow remains unclear, however the
concept to use biomolecule as a nano-ﬂow-sensor was
proofed successfully.
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Introduction
Microﬂuidic systems enable various ﬂuidic operations at
micro-scale, which lead enormous possible applications in
life science, chemistry, etc. [1–5]. One of the most fun-
damental but important issue in microﬂuidic systems is to
measure the ﬂow, not only as a function of the system to
control precisely the internal ﬂow, but also a scientiﬁc
interest to probe the interface between liquid and solid near
the surface at nanoscale to characterize the near-surface
ﬂow experimentally. The importance of near-surface ﬂow
is now growing as microﬂuidic technology progress,
because many of the reactions and analyses in microﬂuidic
system use the surface-immobilized functional molecules
and catalysts, which are dominated by the transportation of
reactants and analytes by diffusion and convection near the
surface. And furthermore, such an increased surface-to-
volume ratio results in surface-dominated physics; most of
the considered domain might be a surface.
Various types of micro ﬂow sensing scheme has been
extensively studied for the microﬂuidic systems; a canti-
lever distortion caused by hydrodynamic force [6, 7],
Coriolis force induced twisting angular motion [8], min-
iaturized thermal anemometers [9, 10], etc. These embed-
ded types of sensors are mainly intended to measure the
bulk ﬂow, however, not to probe the near-surface ﬂow.
On the other hand, not sensor but velocimetry, ﬂow
velocity proﬁles near the surface have been measured
experimentally using microscopic particle image veloci-
metry (micro-PIV) [11, 12], ﬂuorescence correlation
spectroscopy coupled micro-PIV [13], and near-ﬁeld optics
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visualize only the proximity of surface [14]. Although it is
expected to be a practical means of measurement now, the
resolution perpendicular to the surface is limited to hun-
dreds nanometers because of the difﬁculty in controlling
the evanescent depth, and the difﬁculty in capturing the
particle image if the particles are less than a few hundreds
of nanometers caused by its very fast Brownian motion and
weak ﬂuorescence.
Herein, we propose a concept that is the use of a bio-
molecular motor protein of F1-ATPase as a nano-ﬂow-
sensor to measure the ﬂow velocity in the proximity of a
solid surface. In fact, F1-ATPase functions as a rotary
molecular motor in a living body; the central c-subunit
rotates anticlockwise against a3b3-subunits by hydrolysis
of ATP [15]. Because the size of F1-ATPase is about
10 nm, much less than the detection limit of an optical
microscope, its rotation has been observed by coupling the
c-subunit to a nanometer-sized tag-bead that enhances the
rotational motion. Our idea is that, if a ﬂow near a surface
exerts a hydrodynamic force on the F1-ATPase and the tag-
bead complex (F1-bead) that is immobilized on a consid-
ered surface, the rotational motion will be affected and
correlated with the near-surface ﬂow. Therefore, the near-
surface velocity can be evaluated directly if the rotation of
F1-bead is measured. Using a biomolecule as kind a nano-
machine might sound impractical idea, because biomole-
cule is usually unstable, irreproducible, etc. Realizing
practical artiﬁcial nano-machine (nano-ﬂow-sensor in this
case) is a different issue and is technological improvements
on the immediate horizon. Using forthcoming F1-ATPase
is only the way to utilize nano-machine for near-surface
ﬂow measurements at present, and we believe that the
obtained knowledge will be proﬁtable for the future
development of such a nano-machine and the related
applications in nanotechnology.
This article presents the ﬁrst demonstration to show the
concept of measuring near-surface ﬂow using biomolecular
motor of F1-ATPase as a nano-ﬂow-sensor.
Experimental
The theoretical resolution in surface-normal direction can
be down to around 10 nm of the size of F1-ATPase, whereas
the practical resolution could be limited by the size of the
tag-bead immobilized on F1-ATPase. It is therefore
important to optimize the size and the shape of the tag-bead
to get closer to the theoretical resolution. However, devel-
oping the tag-bead is a different technological aspect of this
concept. This work is intended to prove the concept to use
F1-ATPase as a nano-ﬂow-sensor. Therefore, we used an
easily observable sized commercially available tag-bead to
demonstrate in this work; even though the resolution is not
high enough to be comparable to the recent near-ﬁeld optics
coupled micro-PIV techniques.
Microﬂuidic chip
We developed a microﬂuidic test-bed chip consisting of
three sub-chips to precisely control the liquid ﬂow acting
on the complex of F1-ATPase and bead (F1-bead) immo-
bilized on a surface, as schematically illustrated in Fig. 1.
The microﬂuidic chip design resembles that of our previ-
ously developed one, in which the Si-based micropump
chip [16], the polydimethylsiloxane (PDMS)-based mi-
crochannel chip, and the Ni–NTA coated glass-made
immobilization chip are integrated [17]. The cross-section
size of the microchannel is 800 lm wide and 60 lm deep,
which is connected through the micropump. The observa-
tion area of the device is entirely transparent, so that the
rotation of F1-bead is visible by transparent light through
the device under an optical microscope. The F1-ATPase
used here was a genetically modiﬁed one having 6 His-tags
at the bottom of a3b3-subunits (stator of motor), whereas at
the top of the c-subunit (rotor of motor) was biotinylated to
have a single biotin molecule. Because His-tag binds par-
ticularly to Ni–NTA and biotin binds to avidin, the bottom
of F1-ATPase is immobilized on the surface of the Ni–NTA
coated immobilization chip; an avidin-coated bead is
immobilized at the top of the c-subunit, as depicted in
Fig. 1b. It is noteworthy that, because the bead is a
spheroid having rotation symmetry, it is difﬁcult to detect
the rotation if it rotates on its axis with no axial run out.
Therefore, we speciﬁcally examined only the duplex bead,
which is statistically obtained by repeated centrifugal
aggregation and dispersion. The duplex bead strongly
enhances the rotation for visualization and also enhances
the interaction with the ﬂuid motion because of its off-axis
rotation, as depicted in Fig. 1b.
Flow Evaluation
In the micro-PIV measurement, ﬂuorescent beads (R500;
Duke Scientiﬁc Corp.) with an average diameter of 500 nm
were used as tracer particles. The bead emits red light
(emission maximum: 612 nm) when illuminated by green
light (excitation maximum: 542 nm). The focal plane of
the micro-PIV was set at the middle height of the micro-
channel (30 lm distant from the surface) to ﬁnd the bulk
ﬂow velocity. The rotation plane of the F1-bead is assumed
at 200 nm from the surface; theoretically, the F1 height is
about 10 nm, the bead (/350 nm, CM01 N/7024; Bangs
Laboratories Inc.) radius is about 175 nm, and the avidin
layer on the bead is expected to be a few nanometres thick,
which corresponds to approximately 200 nm or less distant
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by a ﬂow at near-surface 200 nm apart from the wall. It
was, however, impossible to obtain the velocity proﬁle at
200 nm apart from the wall by micro-PIV directly with our
experimental apparatus. Therefore, the rotation of F1-bead
was primitively evaluated by comparing the mean ﬂow
velocity in the microchannel obtained by the micro-PIV.
The near-surface velocity at 200 nm from the wall was also
very roughly estimated by extrapolating a parabolic proﬁle
of the assumed Poiseuille-like ﬂow (Re & 0.01) if the
boundary is no-slip.
Consequently, the focal plane of the micro-PIV mea-
surement and that of the F1-bead rotation were 30 lm and
200 nm apart from the bottom wall, respectively. Because
the focal depth of the objective lens (UPLSAPO 9100 NA
1.4; Olympus Co.) with the camera (1/2 inch 3CCD Ex-
waveHAD; Sony Inc.) is less than 1 lm for the F1-bead
observation, it is impossible to visualize the both at the
same time. Furthermore, the micro-PIV particles hit and
stopped the rotation of F1-bead when micro-PIV and F1-
rotation are conducted at the same time. Therefore, we
conducted micro-PIV and F1-bead rotation separately but
sequentially using the same microchannel.
Sample Preparation and Measurement
The microﬂuidic chip was mounted on an x–y translation
stage located under an epi-ﬂuorescent microscope (BX-50-
FM-RFL; Olympus Corp.). We used cameras of two types
for the experiment. One is a high-speed and high-sensitive
camera(Phantomv.7.1;VisionResearchInc.)formicro-PIV
measurements. The other is an ICCD camera (M4314;
HamamatsuPhotonicsInc.)tovisualizetheF1-beadrotation.
The rotation assay of the F1-bead was conducted using
the following procedures. A buffer solution [10 mM 4-
morpholinepropanesulfonic acid (MOPS)–KOH/50 nm
KCl 1% (vol/vol) BSA, pH 7.0] was ﬂowed thoroughly to
ﬁll the entire microchannel at the ﬁrst step. Second, 2 nM
biotinylated His-tagged F1-ATPase in the buffer solution
was introduced to the microchannel and was immobilized
naturally to Ni–NTA on the surface for a few minutes.
Streptavidin-coated duplex bead (/350 nm, CM01 N/
7024; Bangs Laboratories Inc.) solution was then ﬂowed
continuously to attach itself naturally to the biotinylated
part of F1-ATPase to be F1-bead complex for 15 min.
Finally, 700 lM ATP in the buffer solution was introduced
to start rotation. The rotational motion was extracted
automatically from the video image using homemade
image processing software on a PC.
Results
Figure 2 shows the relationship between the rotation speed
of four different randomly chosen F1-beads and the mean
velocity um, and the estimated near-surface velocity uF.
Apparently, the linear correlations are obtained between
the rotation speed of F1-beads and the ﬂow velocity, even
though the intercept of the graphs varies widely across the
samples. The rotation was stopped at a mean velocity of
more than 1.1 mm/s.
In order to elucidate why and how the F1-bead rotation
is correlated with the near-surface velocity, we made a
detailed plot at mean velocity um = 0, 10.5, 16.0, and
23.8 lm/s, as shown in Fig. 3. The four graphs depict the
time course of the rotation of F1-bead at each mean
Fig. 1 Design of microﬂuidic
chip. a Side view of the
microﬂuidic chip that is
assembled three sub-chips,
micropump chip,
immobilization chip, and
microchannel chip into a single
functional chip. b Cross-section
at A–A0 plane of panel a,
showing the shape and
dimension of the microchannel.
The F1-ATPase-bead conjugate
is immobilized upside down on
the inner surface of the
immobilization chip
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123velocity. The slopes of the graph represent the rotation
speed of F1-bead, which decreases with increasing the
mean velocity. The insets show the centroid plot of the
bead position at 33 ms time intervals; the black dots show
the presence of bead at each measured moment. The F1-
bead rotates counter-clockwise by the nature of F1-ATPase,
as indicated by the arrow. As shown there, the F1-bead is
almost uniformly rotated if no-ﬂow exists (Fig. 3a),
although several regions exist which are slower or faster
than the others, which appeared as the dense or the sparse
dots if the ﬂow is present, as shown in Fig. 3b, c. I It is
qualitatively expected that the rotation in the upper half
will be decelerated while the lower half will be accelerated
because of the relative conﬁguration between the direction
of ﬂow and the rotation. For Fig. 3b at the slower ﬂow
condition, the F1-bead is the most decelerated at around
90 at an angle to the ﬂow streamline, whereas it is the
most accelerated at around 270. For the faster ﬂow, both
most decelerated and accelerated regions appear as a bit
shifted to (and making an acute angle with) the ﬂow
direction.
These results can be modeled if it is considered as the
Stokes resistance in the rotation of a sphere about a non-
centrally located axis under a uniform ﬂow; the resistant
torque T may be very roughly evaluated as
T ¼  8pga2x   6pgarx, where g is the viscosity, a is the
bead diameter, r is the rotation radius, and x is the angular
velocity [18]. However, because the ﬂow is presumed to be
uniform (from left to right in the ﬁgures), the decelerated
and accelerated effects must counteract each other, mean-
ing that the presence of ﬂow does not affect the rotation
speed with this simple model. We therefore presume that it
can result from the following: (1) deformation of the
molecular structure of F1-ATPase by external hydrody-
namic force deteriorates the activity of F1-ATPase itself;
(2) non-negligible friction exists between the bead and the
surface by an inappreciable inclination of the rotation axis
by the applied hydrodynamic force; or (3) both of (1) and
(2).
To evaluate those hypotheses, tag-bead size dependence
of F1-bead rotation at without ﬂow (0 lm/s) and with ﬂow
(51.1 lm/s as near-surface velocity) was measured by
varying the size of the tag-bead from 350 to 800 nm.
Because it is difﬁcult to obtain a tag-bead (duplex bead)
smaller than 350 nm using commercially available beads
with our method, the tag-bead size dependence was eval-
uated as greater than 350 nm. Results show that the rota-
tion of F1-beads is linearly proportional to tag-bead size
both with ﬂow and without ﬂow as shown Fig. 4.A sa
result, the rotation of F1-bead is linearly proportional to the
tag-bead size, which will implicitly suggest that Stokes
resistance may deform the molecular structure of F1-
ATPase and deteriorates the activity of F1-ATPase and/or
may induce an inappreciable inclination of the rotation axis
resulting in increase non-negligible friction exists between
the bead and the surface.
Conclusions
This method remains in the primitive experimental stage,
so that there many problems should be solved for quan-
titative measurement and practical use, especially to
improve depth resolution and to understand behind
mechanism. However, our concept to use a bimolecular
motor of F1-ATPase as a nano-ﬂow-sensor was demon-
strated successfully. The measurement limit of the ﬂow
sensing is currently less than about 1.1 mm/s as mean
velocity (correspond to roughly 22 lm/s at 200 nm apart
from the surface). The available velocity range can be
expanded to the higher range by optimizing the size and
the shape of the tag-bead to control applied hydrodynamic
force from the ﬂow. Optimization by decreasing the tag-
bead size will also lead to higher depth resolution, which
can be as small as the size of F1-ATPase of 10 nm or bit
larger tens nm. For example, a biomolecule of rod-shaped
actin ﬁlament with the diameter of 10 nm [19], a rod-
shaped colloidal gold with the diameter of 39 nm [20],
and a single spherical colloidal gold with the diameter of
Fig. 2 Relationship between rotation of F1-bead and near-surface
velocity. Four randomly chosen F1-beads were investigated to obtain
the relationship between rotation of F1-bead and near-surface
velocity. The velocity dependence of F1-bead rotation is widely
varied across samples, especially the intercept. However, the
tendency of linear correlations is obtained from all of them
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F1-ATPase rotation under no-ﬂow condition. By using
these tag-bead technologies, the depth resolution will be
much higher into really tens nanometer region at near-
surface. Furthermore, our speculation about the mecha-
nism of the velocity-dependent rotation F1-bead can be
evaluated through such optimization by controlling the
interaction not only between the tag-bead and ﬂow, but
also between the tag-bead and the surface by immobiliz-
ing F1-bead onto a nano-fabricated relief structures to
control their mutual friction.
Using biomolecule as a nano-tool has many problems
for practical use at present. It would be solved by merging
future nanotechnology to realize artiﬁcial nano-machines.
Whichever biomimetic or fully artiﬁcial design, we believe
that the knowledge obtained from biomolecular nano-
machine would be helpful to realize such a future
nanotechnology.
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Fig. 3 Time course of the
velocity dependency of F1-bead
rotation. F1-bead rotations are
measured at four different near-
surface velocities. The insets
show the centroid plot of the
bead position at 33 ms intervals.
In the experiment, the rotation is
halted at more than 22 lm/s
(data not shown)
Fig. 4 Tag-bead size dependence of F1-bead rotation. The size
dependence of F1-bead rotation was measured without ﬂow and with
ﬂow (0.38 lm/s) by varying the size of the tag-bead from 350 to
800 nm. In both cases, the rotation of F1-bead is linearly proportional
to the tag-bead size
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